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A MODERN, WIDE-RANGE, RC OSCILLATOR 


The Type 1310-A Oscillator brings 
the small size, mechanical niggedness, 
and reliability of transistorized cir¬ 
cuitry to a wide-range, general-purpose 
instrument. It offers substantial im¬ 
provement in many oscillator charac¬ 
teristics. includes an entirely new 
frequency-synchronization feature, and 
yet maintains the high accuracy, in¬ 
finite re.solution of variable-capacitance 
tuning, high-output voltage, and other 
desirable features of older vacuum- 
tube designs all at a reasonable cost. 


FREQUENCY 

The unusually wide fre(|uency range 
alone makes the Type 1310-A Oscilla¬ 
tor a signal source of exceptional util¬ 
ity. The lower limit of 2 c/s covers the 
roll-ofT region of most ac-coupled cir¬ 
cuits, and the upfw*r limit of 2 .Mc/s 
includes the important area around 
1 Mc/s where many high-frequency 
measurements are nuide on compo¬ 
nents. A finely graduated, vernier- 


The introduction of the new Type 
1310-A Oscillator continues the 
development of the modern two- 
feedback-path RC oscillator, in¬ 
vented by General Radio back in 
1937. Another mqdem instrument 
that uses this circuit is the solid-state 
Type 1311-A Audio Oscillator'. 


driven dial with d=2% accuracy makes 
for rapid yet precise setting of fre- 
(|uency. High-stability fre(|uency-dc- 
termining components in the oscillator 
and the low internal power dissipation 
result in a very stable output fretjuency. 
Drift during warm-up is typically be¬ 
low 0.1% at fre(|uencies above 20 c/s. 

OUTPUT 

The output waveform has a high 
degree of purity. Harmonic distortion 

> R. G. Futka. ** llich>Perfortiuuicr. Low^CoaI Audio 
CHeillator. with Solia-Suu C'ireuilry.” Otnercl Radio 
BipoTMoenttr, Auctitt<.Septmibrr 1902. 
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TIME 




Figure 2. Typical frequency stability after warmup at 
1 hc/t; (a) short term, (b) long term. Sompling time is 
0.1 second (100 periods). 



is low, less than 0.25% over most of 
the audio range. This low distortion is 
always obtainable, even at full output. 
Itecause it remains constant regardle.ss 
of the size of the linear load applied, 
ineluding short circuit. This feature is 
particularly useful at higher frequen¬ 
cies where low' impedances are re¬ 
quired, as, for example, in 'tO-ohm 
systems. Hum is below 0.02% of the 
output regardless of the attenuator 
setting and is typically 0.005%). Noise 
at fre(juencies distant from a 1-kc 
fundamental, measured in a band- 
w'idth of 5 c/s to 500 kc/s, is typically 


Houns 

less than 0.02%. Noise close to the 
fundamental is low', as the spectrum 
analysis of a 1-kc output in Figure 4 
shows. This low noise level permits 
amplitude modulation in miignetic re¬ 
cordings and inter-modulation prod¬ 
ucts in any device to be measured to 
— tK) dB with ease. 

The 20-volt, open-circuit output be¬ 
hind (MK) ohms is adjustable over ap¬ 
proximately a 50-dB range by means 
of a constant-percentage-resolution at¬ 
tenuator. The output is essentially 
constant with frequency (Figure 5), 
a convenience for frequency-response 



Figure 3. Measured harmonic distortion of a fypicol Type 1310-A Oscillator for 50-ohm and 600-ohm 
loads and open circuit. When the attenuator is used for open-circuit output voltages of five volts or less, 
the load seen by the ascillator is 600 ohms. 
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Figure 4. Spectrum analysis of 
l-kc output. Type 1910-A Ana- 
lyxer bondwicHh is 3 c/s. Note 
absence of components at the 
line frequency and multiples. 



measurements. Changes in the output 
within the audio range are impercepti¬ 
ble on the usual analog type of volt¬ 
meter. 

SYNCHRONIZATION - INPUT 

Provision is made for external syn¬ 
chronization, which is believed to be 
unique with Cieneral Radio oscillators. 
.\t a single-conductor, shielded tele¬ 
phone jack on the side of the in- 
strument, an external signal can be 
introfluced. Whenever the oscillator fre- 
(piency is near to the introduced fre¬ 
quency, the oscillator locks in with the 
signal, and their frequencies will be 
identical. .\n input of one volt will 
keep the oscillator locked for changes 
of approximately =*^3% in frequency 
of either the signal or the oscillator 
dial .setting. The lock range and cap¬ 
ture range are identical and are ap¬ 
proximately proportional to the am¬ 
plitude of the component of the signal 
to which the oscillator is locked. Sinu¬ 
soidal inputs of up to ten volts may be 
used for locking ranges of up to 30 or 
40 percent. 


For small .synchronizing signals, the 
output characteristics of the oscillator 
are essentially the same as when the 
o.scillator is operating normally, and 
the output waveform is independent 
of the waveform fed in. I^arger signals 
may increase the hum, noise, jitter, or 
distortion of the output alxive the 
specifications, if these components are 
present in the .signal, but. in general, 
there will be a considerable improve¬ 
ment over the synchronizing signal. 

By means of the frequency dial the 
oscillator output can be adjusted to 
(lifTer in phase' from the synchronizing 
signal by approximately dr75®. 

One obvious application for the syn¬ 
chronizing capability Ls for locking one 
or more o.scillators to a frequency 
standard. Because the oscillator is in 
essence phase locked to the standard, 
the long-term stability and accuracy 
will be identical with the standard. 
The short-term stability or jitter will 
be limited to that of the o.scillator, 
which, as showm in Figiire 2(a), is typi¬ 
cally l>clow 10 parts per million at 
1 kc/s for a 0.1 second (100 period) 
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FREQUENCY 


Figure 5. Typical aulpuf 
voltage-vt'frequency 
choracleristict for vari¬ 
ous load impedances. 
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GENERAL RADIO EXPERIMENTER 



Figure 6. The Type 1310-A Oscillator with a Type 1161-A7C Synthesizer used at an adjustable high- 
accuracy, high>voltage, low-distortion source for a precision fm-deviolion measurement. The output 
frequency, 31.063 kc/s, when used to modulote an fm generator produces a null In the carrier for a 
:i:75.00-kc frequency deviation. 


sampling time. The oscillator has all the 
characteristics of a narrow-band dis¬ 
tribution amplifier: increasing volt¬ 
age and power output, reducing hum 
and distortion, and isolating the stand¬ 
ard from load changes with the addi¬ 
tional advantage of automatic level 
control. 

The oscillator can also be locked to 
the harmonics of a signal. This allows 


precise frequency multiplication of 
most sources .since harmonics are usu¬ 
ally present or can be easily generated. 
The accuracy and long-term stability 
of the submultiple source are main¬ 
tained in the output, and the wave¬ 
form is. of course, sinusoidal. 

Even if the oscillator is not locked 
to a high precision standard, the abil¬ 
ity to lock onto any signal can be very 




I 


Figure 7. (a) The spectrum of the output of a typical linutoldal 1-kc standard frequency, derived by 
division from o crystal frequency standard, (b) The output spectrum of a Type 1310-A Oscillator that 
has been synchronized to the 1-kc standard of (a). Note the reduction in hum, noise, and distortion. 
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Figure 8. Fourier eyntheeli of o square wove, 
(o) Five oscillators synchronixed to the first 
five odd-order hormonics of a square wave. The 
sinusoidal outputs of the oscillators are ad|usted 
for phose coherence and summed in the ratio of 
their respective Fourier coefficients to moke a 
Fourier approximotion to the original square wave, 
(b) The original synchronising squore wove, (c) 
The coherent fifth harmonic, (d) The synthesised 
squore wove. 



useful. When measurements are to 
^)e made at the fundamental or har¬ 
monies of the power-line fre(|uency, it 
is often desirable to lock the source to 
the line frequency in order to avoid 
beats. With the oscillator locked to the 
line or its harmonics, there will be no 
lieat, and the phase can be adjusted to 
minimize other effects of pickup. 

Although the short-term frequency 
stability, or jitter, of the synchronized 
oscillator output will not be less than 
that of the free-running oscillator, it 
can be l>etter than that of the synchro¬ 
nizing source. In this re.spcct, also, it 
liehaves like a phase-locked oscillator- 


Or, to express it differently, the syn¬ 
chronized oscillator acts as a tracking 
narrow-band filter to reduce short¬ 
term instability. For example, Figure 
9(a) is a plot of the cycle-to-cycle fre¬ 
quency of a jittery 10-cycle source 
versus time. Figure 9(b) shows the ,same 
measurement made on the output of a 
Type 1310-A Oscillator fhat has l>een 
synchronized to the source. Notice that 
the cycle-to-cycle change in frequency 
has been greatly reduced, yet the rela¬ 
tively long-term change of about 1% 
has been faithfully trucked. The ef- 

* Harold T. McAlivr. "A New Look at the Phaoe-Locked 
Oacillator.** Proeredinpa o/tk* IRB, Vcd 47. pp 1137-1143: 
June. 1950. (OR Reprint No. A-79). 


Figure 9. (a) Frequency of out¬ 
put of a drifting 10-cycle jittery 
source, (b) Output frequency of 
oscillator synchronised to 
source of (o). Note reduction 
in jitter and yet tracking of drift. 



TIME 
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Figure 10. (a) 10-kc output of oscillator, amplitude modulated at 500 c/s by 9.5*kc signal fed into the 
synchronizing jock, (b) The reduction of the amplitude modulation in the output of on oscillator that has 
been locked to the o-m signal of (a). 


fectivc bandwidth of the oscillator to 
frequency perturbation or frequency 
modulation is related to the locking 
range as it is in conventional, automa¬ 
tic-phase-controlled oscillators. Since 
the locking range is proportional to 
the synchronizing-signal amplitude, the 
effective bandwidth is also propor¬ 
tional to the amplitude. For example, 
if a one-volt signal is u.sed to synchro¬ 
nize the oscillator at 100 kc/s giving a 
dr3% locking range, then the oscillator 
will have a 3-dB bandwidth of 3 kc/s 
to perturbations in frequency. Thus, 
frecjuency deviations in the 100- 
kc source at a 3-kc rate will be re¬ 
duced by 3 dB in the output of the os¬ 
cillator. 

If the oscillator is operated outside 
the locking range, the signal fed into 
the synchronizing jack will beat with 
the oscillator frequency and produce 
an amplitude-modulated output as 
shown in Figure 10(a). The modulation 
will be approximately sinusoidal for 
modulation levels up to about 10%. 
Although using the Type I310-A in 
this manner does not make it a versa¬ 
tile source of amplitude-modulated 
signals, it does pro\dde a-m in the 
audio range where it is not normally 
obtainable, but nevertheless useful. For 
example, the modulated output can be 
used to measure the effects of inciden¬ 
tal a-m on other measurements, and it 
provides a ‘Svobbulated^' source for 


reducing meter friction errors in ac 
measurements. 

The .synchronized oscillator can also 
be used to reduce amplitude modula¬ 
tion (Figure 10(b) ). This again is a 
natural consequence of the oscillator’s 
similarity to a high-Q filter. -Any ampli¬ 
tude modulation on the synchronizing 
signal is reduced to the extent that the 
modulation sidebands fall outside the 
pass band of the oscillator. 

SYNCHRONIZATION—OUTPUT 

The synchronization jack serves as 
an output as well as an input. Approxi¬ 
mately 0.8 volt Ixihind 2o kilohms is 
available regardless of the setting of 
the output attenuator or the size of 
the output load. This output can be 
used to trigger an oscilloscope when 
the oscillator amplitude is often varied; 
fre(|uent readjustment of the trigger¬ 
ing level is thus eliminated. Also, a 
counter can be driven from the jack 
when a more precise measure of the 
frequency is desired. One side of this 
output is grounded, and the signal is 
180° out-of-phase with the front-panel 
output, which makes possible a high- 
impedance output balanced to ground 
for driving push-pull circuits. The syn¬ 
chronization output will drive any 
size load without increasing the oscil¬ 
lator distortion. However, only high- 
impedance loads are recommended 
where the full frequency accuracy is 
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rc‘quir<*(i. A short circuit will decrease 
the frec^uency by 1 to 2 percent. 

Because the synchronizing jack is 
simultaneously an input and an out¬ 
put, two or mort' oscillators can Ik* 
synchronized by interconnection. Os¬ 
cillators connected in this way will 
openite at the siime fre(piency or mul¬ 
tiples of it and can lx* adjusted to 
differ in phase by 180 d:7o®. 

TECHNICAL DESCRIPTION 

The circuit is a capacitance-tuned 
Wien-bridge o.scillator followed by a 
low-<listortion, shortfible ampliher and 
a constant-impedance, bridged-T at¬ 
tenuator. Figure* 11 is a .simplified dia¬ 
gram of the seven-transistor, one-Nu- 
vistor circuit. A high-gain, wide-band 
amplifier is used for low distortion and 
noise and to achieve high input and 
^ low output impedances for use with 
the Wien bridge. This assures that the 
frecpiency of oscillation is dependent 
only upon the passive values of U and 
r of the bridge. Stable, low-tempera- 
ture-coefficient, metal-film resistors are 
used on all but the loweat-fre(|uency 
range, which uses glass-sealed, carbon 
re.sistors. 

A negative-tempeniture-coefficient 
thermistor is used in the upper half 
of the negative-feedback divider of 
the bridge to keep the oscillator ampli¬ 


tude constant, rather than the more 
conventional positivc*-TC incandescent 
lamp in the lower half. This is in large 
part responsible for the flat fn*(]uency 
characteristic. 

Changes in oscillator amplitude with 
fre()uency in any Wien-bridge oscillator 
may be caused by three major factors: 
(1) unbalance in the values of H for 
the different frequency ranges; (2) un¬ 
balance in C values as the oscillator 
frequency is varied across one range; 
and (3) change in the gain, phase and 
terminal impedances of the amplifier 
with frequency. These changes all af¬ 
fect the loop gain of the bridge-ampli¬ 
fier combination, and, to maintain 
stable oscillation, the amplitude-regu¬ 
lating mechanism must change the 
negative-feedback divider gain so that 
the over-all loop gain remains at unity. 
It is inherent in incandescent lamp¬ 
regulating circuits that the output 
level must change if the ilivider gain 
changes. This can lx* seen by reference 
to the K-] characteristics of Figure 
12(a) where the sub.scripted compo¬ 
nents. v'oltages, and current corre¬ 
spond to those of Figure 11. The out¬ 
put voltage is Ei or K\ -F and the 
gain of the negative feedback divider 

(Hi and fh) is —It is apparent from 
Ei 

Figure 12(a) that, regardless of the 


Figur* 11. Simpllflad circuH dio- 
gram of Type 1310-A Oecillotor. 


HfGH-CAIN. 

W>OE-aANO SHOirrAtU 
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Figur* 12. Veltoge-current chorocterittic curvet for amplitude-regulating divider of Wien bridge using 
(o) on incandescent lamp, (b) a thermistor. 


actual slupt'b of the lines involved, for 


the 


ratio 


E, 

En 


to change, the current 


through the divider must change, and, 
therefon', the output voltage, E^, must 
also chang(^ 

Kigun* 12(b) shows equivalent E-I 
characteristics where a negativi^tera- 
jierattirfM’ot'fficieiit thermistor is used, 
as in the Typk 1310-A. In this case, 
th(‘ slo|H' of the thermistor curve in 
the art‘a of ojK^ration near /i has Ixjen 
made equal in magnitude to the slope* 
of the Uf line but opposite in sign. 
When the two characteristics are added 
to obtain the Ei vs / characteristic, 
the n\sult is approximately a hori¬ 
zontal line. I fence, the output voltage 
in the normal ninge of operation is 
indefHmdent of the current and, there- 

Et 

fore, independent (»f the ratio - . The 

El 

ratio / is fren* to change to keep the 
El 

loop gain constant at unity, and yet 
the output voltage, Ei, remains un¬ 
changed. 

The grounded-base transistor stage 
following the oscillator translates the 
constant-voltage output of the oscilla¬ 
tor into a constant-current source at 
the amplifier output, shunted by a 
(iOO-ohm internal load. It is the fact 


that the current is constant and, there¬ 
fore, limited, which permits low-imped¬ 
ance loads, even a short circuit, to be 
driven without clipping. The circuit 
functions as follows: Voltage Ei is 
maintained constant by the thermistor 
regulator, and, since lU is much smaller 
than the resistance of the bridge cir¬ 
cuit, the current through Hi is also 
maintained constant. This same con¬ 
stant current Hows through the emit¬ 
ter and collector of the output tran¬ 
sistor since the forward current gain of 
the transistor is almost unity. The 
high degree of isolation between emit¬ 
ter and collector of the grounded-base 
stage prevents changes of the load 
from being reHected back across Hi. 
The equivalent circuit of the output 
with the internal bOO-ohm load shunt¬ 
ing it is shown in Figure 13(a). Since 
the /io6 of the transistor is small com¬ 
pared with the load conductance, the 
more familiar equivalent circuit of 
Figure 13(b) is also correct. 

The method used to synchronize the 
oscillator is commonly called injection 



<•) 


(»i 


Figure 13. (a) Equivalent circuit of output tyttems 
(b) Th4venin equivalent opproximaSon of (a) !• 
conventional voltoge source behind 600 ohms. 
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Figura 14. Plot of fraquancy rasponia 
batwaan aynchronislng jock and etcil> 
lafor output with dial sat to 1 kc/t and 
with an input of 0.1 volt. Output laval 
i« constant at 1 kc/t regardlatt of 
tha input voltage. 



locking. This same mechanism causes 
some oscillators to beat with the 
power-line frequency or to lock to it. 
It is an old phenomenon, perhaps first 
observed between two pendulum clocks 
hanging on the same wall, and has 
been frequently discussed.** • 

The synchronizing signal is injected 
into the negative-feedback loop. For 
small signals, the transfer function be¬ 
tween this point and the oscillator 
output is the closed-loop response of 
the oscillator. This results in a gain 
near the frequency of oscillation and 
rejection elsewhere. This rejection re¬ 
duces the hum, noise, distortion, and 
lK)th amplitude and frequency modu¬ 
lation in the synchronized output. 

Figure 14 is a plot of the forward 
transfer re.sponse between the syn¬ 
chronizing jack and the output for a 
0.1-volt input with the oscillator set 
at 1 kc/s. In the audio-frequency ningc 
this curve can be used to estimate the 
reduction in the output of components 
in the synchronizing signal. For exam¬ 
ple, if a one-volt signal that has 10% 

•W. A. ndAon. Varuum-Tubt 0$ciItator$, JoUa Wiley A 
Son*. Inc.. New York, Clui|»ter 13; 1953. 

• F. R. Auerntn and K. M. William*. *'PaeudoHiynrhroni* 
aation in .\m|4ittidr-Stjibilised Oacillatora.*' /*rpeeed~ 
inat a/ike I KB, Vol .36. p|> 800-801; June. 1048 

* Robert Adler, '* A Study of Locking Phenomena tn 
Oacillatora.*’ Proceeditigs of ikt IRE, Vol 34, pp 351- 
357; June. 1946. 

•Marcel J. K. fJolay. “Normnliaed K<iiiationa of the 
Reicenerative Oacillator — Noiae. Pliase Lorkina and Full- 
init.” ^ocetdinge of ike IEEE, Vol 52. pp 1311-1330; 
Novmnber. 1064. 


(0.1 volt) second-harmonic distortion 
is used to synchronize the oscillator, 
the second harmonic (2 kc) will be ap¬ 
proximately 50 dB below the funda¬ 
mental in the o.«?cillator output, reduc¬ 
ing distortion to 0.3%. 

If the oscillator is locked to the same 
1-kc signal with an amplitude of only 
0.5 volt (0.05-volt second harmonic), 
then the second harmonic in the out¬ 
put will be 50 dB -h 6 dB or 56 dB 
below the fundamental or only 0.15%. 
This illustrates the eJTective decrease 
in bandwidth as the synchronizing 
signal decreases. Thus, the smallest 
.signal that will provide stable locking 
should be used to achiev^e the greatest 
rejection of unwanted frequencies. 



Figure 15. Rack-mounted Type 1310-A Otciliater 
and Type 1396-A Tone-Burst Generator used to test 
ompiifier overload chorocterisHcs. A behind-the- 
panei connection to the synchroniiotion jack al¬ 
lows precise readout of frequency on the Type 
11S0-B Digitol Frequency Meter. 
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The oscillator has a self-contained, 
ac-operated, regulated power supply, 
which assures uniform operation even 
with ± 10-volt changes in the 115-volt 
line. 

In summary, the Type 1310-A Oscil¬ 
lator, by using new circuit techniques 
and modern transistorized design, pro¬ 
vides a wide-range, high-output, gen¬ 
eral-purpose instrument useful in the 
many applications that require oscilla¬ 
tors in electronics today. Its small size, 
light weight, and rugged construction 
make it a convenient source of ac sig¬ 
nals, and its low distortion, noise, and 
hum, its flat-frequency characteristic, 
and its good frequency stability give 
outstanding performance. 

In addition, owing to its unique syn¬ 
chronizing feature, this oscillator can 


often perform many of the functions of 
other laboratory instruments. It can 
serve as: 

A tracking, narrow-band filter to re¬ 
duce hum, noise, and distortion in a 
signal. 

A source of amplitude-modulated sig¬ 
nals. 

An automatic-phasc-controlled oscil¬ 
lator to reduce frequency modulation or 
jitter. 

A single-frequency, leveling amplifier. 

A phase-locked, sinusoidal-freciuency 
multiplier. 

A phase shifter. 

A narrow-band, isolation amplifier. 

— R. E. OwEX 
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S P E C I F I 


FREQUENCY 

Rong«: 2 C/8 to 2 Mc/s in 6 decade ranges; con¬ 
tinuously adjustable, one-turn, high-resolutiun 
dial with drive. 

Accurocy: ±2^y of reading. 

Stability: Typical wairnup drift, under 0.1^^; 
typical drift after wannup, 0.001% short term 
(1 min), 0.03% long term (12 h); all at 1 kc s. 
Synchroniiotion: Telephone jack provided for 
external phase-locking signal. Locking range is 
about ±3% for 1-V, rms, input reference sig¬ 
nal. Frequency dial can used for phase ad¬ 
justment. 

OUTPUT 

Power: 160 mW into 600 12. 

Voltage: Over 20 V, open circuit; continuously 
adjustable attenuator (approximately 50 dii). 
Amplitude Stability: Typical drift after wannup, 
0.02' short tenn (1 min), 1.0% long U‘rm (12 
h); both at 1 kc s. 

Frequency Characteristic: d:2%, 20 C /s to 200 
kc 8, open circuit or 600-12 resistive load. (See 
Figure 5). 


CATIONS 

Impedonce: Approximately 600 U. 

Distortion: <0.25%, 50 c/s to 50 kc 8, with 
linear loads. Hum: <0.02% independent of 
attenuator setting. 

Synchroniiotion: High-impedance, constant- 
amplitude, O.S-V, nns, output for use with 
oscilloscope, counter, or other oscillators. 

GENERAL 

Power Required: 105 to 125, 195 to 2.35, or 210 tO 
250 V, 50 to 400 c 8, 12 V\\ 

Terminols: Tw'o Type 938 Binding Posts, one 
grounded to panel. 

Accessories Supplied: Type CAP-22 Powrer Cord, 
spare fuses. 

Accessories Available: Type 1500-P95 Adaptor 
Cable (telephone plug to Type 274-M Double 
Plug) for connection to synchronizing jack. 
Mounting: Convertible-liench cabinet. 
Dimensions: Width 8^, height 6, depth 83^ 
inches (210 by 155 by 210 mm), over-all. 

Net Weight: 7^4 lb (3.6 kg). 

Shipping Weight: 10 lb (4.6 kg). 


Catalog 


1 Price 

Numb^ 

Description 

1 in USA 

1310-9701 

Type 1310-A Oscillator I 

\ $295.00 

1560-9695 

Type 1560-P95 Adopter Coble I 

1 3.00 


12 


General Radio Company 





lET LABS, INC in the GenRad tradition 

534 Main Street, Westbury, NY 11590 tel: (516)3 


www.ietlabs.com 
•FAX: (516) 334-5988 







